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2Abstract
This report deals with the possibility of creating a LED light source, to be used with
hyperspectral fluorescence imaging. There are commercially available light sources that
could be used, but they are expensive, they do not necessarily emit the right wavelength,
the uniformity of the field is questionable and they are difficult to modify.
First a batch of Light emitting diodes were acquired, these were subjected to a series
of tests to classify their limitations and determine which diodes were to be included in
the final light source. A spectrometer was used to determine the emitted wavelength of
each diode and which scenarios could change the wavelength of the emitted light. A
photodiode was used to acquire the viewing angle of the LEDs and their relative radiant
power. Images gathered by a hyperspectral camera were used to determine the relevancy
of noise produced by the current source. When the light emitting diodes were chosen,
the photodiode was used to make an image of the light field. The final light source was
mounted on the hyperspectral camera to gather fluorescent images.
The final tests revealed a fully functional light source with potential to be used on a
regular basis, but the current source was too cumbersome and the field was not optimal.
These are issues that can be dealt with and this light source can in the future provide a
cheap and easily modifiable light source alternative.
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1. Introduction
Hyper spectral fluorescence imaging requires a highly radiant light source with a wave-
length that closely matches the excitation wavelength, to excite the fluorophore and
achieve a detectable amount of emission photons. The light source would traditionally
be a laser or a broad spectrum lamp, but recent advances in light emitting diode tech-
nology has made it a viable alternative. The most notable advances, in regards to hyper
spectral fluorescence imaging, being higher intensity and more available wavelengths.
LED light sources have several advantages over other alternatives, the price of the
final light source being one. Lasers are expensive and LEDs are quite cheap, though
broad spectrum lamps often are relatively cheap, the process of suppressing undesir-
able wavelengths are not. Minimal heat output, fast switching and linear properties are
good tools for protecting the sample from heat, overexposure of light and mechanical
vibrations. Other favorable properties are small size, emission stability and long life
span.
This work focuses on the prospect of designing a LED light source to be used with
the hyper spectral camera VNIR-1600 from NEO. First by characterizing the chosen
light emitting diodes and then studying the fluorescent output of a fluorophore excited
by the light emitting diodes.
Relevant theory is presented in section 2. The methods and instruments used in the
measurements is described in section 3. The results are presented in section 4, and
subsequently discussed in section 5.
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2. Theory
2.1. Optical properties
At the boundary between two media an incident ray of light is split into two, one part is
reflected and the other is refracted. The angle of reflection equals the angle of incidence
and the angle of refraction follows Snell’s law:
n1 sin θ1 = n2 sin θ2 (1)
Where n1 is the refractive index of the original media, n2 is the refractive index of the
other media, θ1 is the incident angle and θ2 is the refracted angle.[1]
Figure 1: Ray path of refraction and reflection. Figure from glossary.oilfield.slb.com.
When the photon beam enters a biological media the interaction between photons and
matter can be divided in to two different types, absorption and scattering. In absorption
the frequency of the photon resonates with the natural frequency of a particle, the res-
onating object will be excited into a higher energy state and the photon does not survive
the interaction, as it is transformed into heat motion or vibrational energy. In biological
tissues, absorption is mainly caused by either water molecules or macromolecules such
as proteins and pigments[6][18]. In tissue a photon will experience scattering because
it interacts with a particle or structures in the medium, these scattering structures range
from cell membranes to whole cells. Particles and structures which has a different re-
fractive index, compared to the surrounding medium, and has a size that matches the
wavelength will scatter the photons more strongly than other structures. When the pho-
ton experiences a change in the refractive index, the photons speed will change with a
fraction that coincides with the change in refractive index. This leads to a change in
the direction of the propagating photon. The scattering in tissue can be divided into
two types, Rayleigh- and Mie scattering. Scattering of photons by particles of the same
size order as its wavelength is described by the Mie theory, and Rayleigh scattering is
scattering by particles much smaller than the wavelength[2][14][18].
In most biological tissues photons are scattered in a forward direction, a phenomenon
that is not completely explained by Mie theory, and not described at all by Rayleigh
scattering. Therefore the anisotropy factor is introduced:
g = cos(θ) (2)
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The anisotropy factor gives the probable direction of scattered photons, it is defined as
the average of the cosine to the scattering angle. Purely back scattered light gives a g of
- 1, +1 equals purely forward scattered light and 0 is totally isotropic scattering[18].
The probability of a photon penetrating the media to a depth of x, without being
absorbed or scattered, can be found from the Beer-Lambert law:
P (x) = P0e
µtx (3)
Where P is the radiant power, µt is the extinction coefficient and x is the depth[17]. The
extinction coefficient is the probability of a photon interacting with the media per unit
path length, and is defined by:
µt = µa + µs (4)
The absorption coefficient, µa, is defined as the probability of photon absorption in the
media per unit path length, and the scattering coefficient, µs, is defined as the probability
of photon scattering in the media per unit path length.
To find the reduced scattering coefficient the anisotropy factor and the scattering co-
efficient are combined. The scattering mean free path is defined as ls = 1/µs, which
is the mean distance between each scattering event. The reduced mean free path gives
the distance where photons have lost all information about the original incident direc-
tion and is found by combining the scattering mean free path with the anisotropy factor,
l
′
s = ls/(1 − g). The reduced scattering coefficient is then given by µ′s = 1/l′s. The
penetration depth of light into the media is defined as the depth where the intensity of
the incident beam is reduced to 1/e of its original value, and is determined by;
δ =
√
1/(3µtrµa) (5)
The total transport coefficient, µtr, is found by combining the effect of absorption and
the reduced scattering coefficient, it describes the total effective attenuation[8][15].
2.1.1. Luminescence
The absorption of a photon by a molecule excites an electron to a higher energy molec-
ular orbital. The electron will then relax itself to its ground state as fast as possible.
This deactivation is called luminescence when it involves emission of light. The figure
2 shows a potential energy diagram of the basic transitions in luminescence.
Luminescence can be separated into two types, fluorescence and phosphorescence. In
fluorescence the excited electron has opposite spin to the second electron in the ground
state orbital, which is called balanced spin (e.g. s1 = +1/2, s2 = −1/2, S = ∑ sj = 0)
and singlet spin multiplicity (Ms = 2S + 1 = 1). Other types of fluorescence exists,
such as fluorescence from the second excited state and doublet-doublet fluorescence,
but the singlet-singlet transition between the first excited state and the ground state is,
by far, the most common. In fluorescence the spin of the excited electron is opposite to
that of the second electron in the ground state, this means that the relaxation process is
spin allowed and therefore rapid.[1][7][13]
Phosphorescence is emission of light from triplet excited states, the excited electron
has the same spin orientation as the second electron in the ground state. Which results in
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Figure 2: Potential energy diagram showing absorption and emission transitions between vi-
brational sub-levels in ground and electronically excited states. Figure from [13].
an overall spin of 1 (e.g. s1 = +1/2, s2 = +1/2, S =
∑
sj = 1) and a spin multiplicity
of 3 (Ms = 2S + 1 = 3). Relaxation to the ground state is now spin forbidden and it is
therefore typically a slow process.[1][7][13]
It is a rare occurrence that the emitted photon holds the same wavelength as the
absorbed photon, most often there is a loss of energy. The loss of energy results in
fluorescence emitted photons with longer wavelengths than the absorbed photons, this
phenomenon is called the Stokes shift, see figure 3. The Stokes shift can be explained
by internal conversion and internal vibrational relaxation. The excited electron is rarely
excited directly to the lowest vibrational state of the S1 state, most often it is excited to a
state of higher electronic energy. Internal conversion and internal vibrational relaxation
are illustrated in the figure 4. [1][7][13]
Non-radiative transition between states of different multiplicity is denoted intersys-
tem crossing. It occurs when the spin of an excited electron is inverse and the result
is that the two unpaired electrons have the same spin orientation, the overall spin, S,
is 1 and the spin multiplicity, Ms, is 3, a triplet state. Intersystem crossing is formally
forbidden and therefore a lot less probable than transitions between states with the same
spin multiplicity. As absorption directly to a triplet state from the ground state is for-
bidden, intersystem crossing is an essential part of phosphorescence. Fluorescence is a
spin-allowed process, phosphorescence is not. Fluorescence is therefore usually a more
rapid and stronger process.[13]
The ’energy gap law’ states that the rate of radiation-less transitions from one state
to another is generally inversely proportional to the energy separation of the states.
And since the energy separation between consecutive singlet levels tends to decrease
with increasing electronic energy, non-radiative transitions between upper states occur
rapidly to populate the lowest excited state, S1. These non-radiative transitions are
Tendenes
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Figure 3: A representation of the Stokes shift, the wavelength of the emitted photons is usually
significantly longer than the excitation photons. Figure from www.art.ca.
denoted internal conversion as they occur between states of the same spin multiplicity.
The absorbance of a higher energy photon will excite the electron to a higher electronic
state, but it will relax to the lowest vibrational state of S1 before emission can occur.
The emission spectrum is therefore typically independent of the excitation wavelength.
[1][7][13]
Figure 4: IVR - Internal Vibrational Relaxation, IC - Internal Conversion, ISC - Inter-System
Crossing, A - Absorption, F - Fluorescence, P - Phosphorescence, 0-10 - vibrational levels of
states. Figure from [9].
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2.2. Hyperspectral imaging
A hyperspectral image can be considered as a collection of images of surface radiance of
the same spatial area in multiple wavelength bands. It shows the total amount of photons
that hits the sensor surface during the integration time, divided into different bands
according to wavelength. A simple example of a spectral image is an image recorded
by a digital color camera, it records an intensity image in three bands, red, green and
blue. A hyperspectral image is essentially the same, but it records the intensity in up
to several hundred different bands. The 2-dimensional images are recorded at discrete
Figure 5: Two spatial axes and the third shows spectral information. Figure from sciencedi-
rect.com.
wavelength intervals. Each image contains spatial and spectroscopic information, the
information is stored as an image cube, where two axes are the spatial coordinates and
the third is spectral information. Conventional spectroscopy records the intensity at
every wavelength, within a spectral range, but only for a single spot. The bands of a
hyperspectral image are regularly spaced over the spectrum, a continuous spectrum is
measured in each pixel of the image. This technique generates large amounts of data,
therefore are efficient analytical tools needed to process the data and retrieve relevant
information. These tools are provided by statistically based image analysis algorithms,
these can classify the pixels of the image according to statistical variance in spectral
characteristics[3][11][12].
Principal Component Analysis (PCA) is a technique that transforms each pixel in the
image into a point in vector space, and then chooses principal axes along the directions
showing the largest variance. The data is then projected onto the chosen principal vec-
tors. Where several principal vectors are chosen, each vector has the direction with the
most variance, but is still orthogonal with the other vectors. From this a new set of
bands are produced, where the first band contains most variance, the second band sec-
ond most variance and so forth. The idea is that more variance equals more information
and the first bands holds most of the information. The Minimum Noise Fraction (MNF)
transform, also known as noise whitened PCA, is essentially a two step PCA process,
Tendenes
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where the first transformation decorrelates and rescales the noise in the data, such that
each image band has noise with unit variance and no band to band correlation. The
first layers of the transformed image will contain coherent images with large eigenval-
ues. The second transformation is a standard PCA of the noise whitened data. Noise
can then effectively be filtered out by removing the incoherent layers prior to inverse
transformation[4][5][10].
2.3. Light emitting diodes
Electroluminescence is a phenomenon in which light is emitted by a material that is
subjected to an electrical field. Injection electroluminescence is the underlying concept
for any light-emitting diode. Under normal conditions the concentration of thermally
excited electrons is very small, and the device will not glow. To increase the emission
rate of photons an increase of excited electrons have to be created by external means.
This can be achieved in many different ways, but a normal method is to forward bias a
p-n junction diode. Carrier pairs are injected into the junction region and the increased
number of recombinations causes the device to glow. A simple LED p-n junction is
illustrated in figure 6. [1][16]
Figure 6: A forward-biased LED. Figure from [1]
In these semiconductor devices there are two important processes: the excitation of
electrons into higher energy states and the relaxation of exited electrons back to empty
lower states(holes). Radiative recombination is a diffusion driven process, and therefore
only occurs at or near the p-n junction. In non-radiative transitions the excess energy is
released in the form of phonons. [1][16]
When an electron relaxes from the conduction band to the valence band it releases
excess energy in the form of a photon, similar to the boost of energy an electron needs
to jump from the valence band to the conduction band. The energy of the photon, which
in turn corresponds with the color of the light, is determined by the band gap of the
p-n junction. The valence band, conduction band and the bandgap are illustrated by the
figures 7 and 8. [1][16]
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Figure 7: The band structure of a forward-biased LED. Figure from http://mrsec.wisc.edu
Figure 8: LEDs are usually direct bandgap, since the indirect band transition is much less
probable. In materials with indirect band structure the transition needs the assistance of a
phonon to conserve momentum. Left: Direct bandgap. Right: Indirect bandgap. Figure from
[16]
The current voltage characteristic, 9, of an ideal light emitting diode is described by
the Shockley equation:
I(V ) = Is(exp((qV )/(kT ))− 1) (6)
Where Is is the current obtained with a reverse bias. Is is called the saturation current
and is controlled by the number of minority carriers which diffuse to the pn-junction. In
this case, the current density, Is/A, can be calculated according to:
Is/A = (qDppn0)/(Dpτp)
1/2 + (qDnnp0)/(Dpτp)
1/2 (7)
where A is the cross-sectional area of the diode junction,Dn andDp are the electron and
hole diffusion constants, np0 and pn0 are the equilibrium electron and hole concentration
on the p- and n-side. Under forward bias for V > 3kt/q the current rises exponentially
with V. [16]
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Figure 9: The I-V characteristics of a light emitting diode. Figure from mbed.org
3. Method
One hundred light emitting diodes were bought from Farnell, 10, the technical data sheet
can be found in appendix A. A series of tests were performed on the diodes, to find a
few diodes that performed as similar as possible. The few who were found to be similar
enough were used in the final light source tests. The diodes were arranged in a matrix,
for the purpose of easily identifying single diodes, 10.
Figure 10: The diodes.
Current regulators were built for the purpose of controlling the emission of light from
the diodes on an individual basis. These were built at the Department of Electronics and
Telecommunications at NTNU. First a prototype with a single channel was built, which
was the current source in most of the LED tests. Tests were performed on the prototype
before ten more were built, 11. Information on the prototypes can be found in appendix
B.
Figure 11: The final ten constant current regulators.
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All hyperspectral measurements were performed using VNIR-1600, a hyperspectral
camera system developed by Norsk Elektro Optikk AS (HySpex, NEO, Lørenskog, Nor-
way). The camera is a high performance push-broom imaging spectrometer, specifica-
tions in table 1.
Module VNIR-1600
Detector Si CCD 1600 ∗ 1200
Spectral range 0, 41, 0µm
Spatial pixels 1600
FOV across track 17◦
Pixel FOV across/along track 0,185 mrad/0,37 mrad
Spectral sampling 3,7 nm
# of spectral bands 160
Digitization 12 bit
Frame rate to HD 120 fps
Table 1: Specifications of the hyperspectral camera. Specifications gathered from neo.no.
3.1. LED spectrum
The first measurement performed on the diodes was a test to determine their exact wave-
length spectrum. A relatively high current was sent through the diode, 16 mA, which
was placed in an integrating sphere. A fiber connected to a spectrometer was also present
in the sphere, the data from the spectrometer was analyzed with the software Spectra-
Suite. The spectra of all the diodes were collected in this way. To keep the spectrometer
from saturating a damping element was introduced between the sphere and the spec-
trometer.
Instrument Producer Model
Power supply Mascot 719
Current regulator prototype NTNU 0
Dual channel thermometer Tektronix DTM920
Optical fiber Top Sensor Systems FC-UV600-2-15mA
Optical fiber Ocean Optics P200-2-UV/VIS
Damping element Ocean Optics
Spectrometer Ocean Optics SD2000
Hairdryer BaByliss 2000
Spectrasuite (software) Ocean Optics 5.1, Windows XP
Table 2: Instruments used in measurements of the spectrum.
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Figure 12: Schematics of the setup used during the spectrum measurements.
Figure 13: Picture of the setup used during the spectrum measurements.
3.1.1. Heat
Initially the equipment setup for measuring the dependence of the wavelength spectrum
on heat were the same as measuring the spectrum itself. But there were two excep-
tions, a thermometer was present in the integrating sphere, 14, and the temperature was
increased by blowing warm air from a hairdryer into the sphere.
Figure 14: Schematics of the setup used during the measurements of spectrum changes due
to changes in temperature.
3.1.2. Time
A few of the LEDs were also tested for changes in the spectrum over time, the setup was
the same as for determining the spectrum (ref bilder). There was a constant current flow
of 16 mA through the diodes and a new measurement was performed every ten minutes.
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3.2. LED viewing angle
By connecting a photodetector with a lock-in amplifier and measuring the light intensity
from the diode at different angles, 16, an image of the LED viewing angle could be
created. Two measurements of the same diode were made, one where the feet of the
diodes were horizontal with each other and one where they were vertical, the diodes
were turned 90 degrees, 17. A lock-in amplifier was used to measure the signal, therefor
a signal generator was used to power the LED. The signal generated was a rectangle
pulse with an amplitude of two volts and an offset of two volts, a rectangle pulse that
changes between four volts and ground. A resistance of 200 ohms was used to transform
the signal to a rectangle pulse with an amplitude of 10 mA and an offset of 10 mA. A
slit was made to reduce the angle of incidence from the LED, this slit can be seen in the
figure 17. After the measurements the vertical and horizontal profiles were combined to
create a three-dimensional profile. Each point in the horizontal profile was made into a
vector with the same profile as the vertical profile.
Instrument Producer Model
Power supply Mascot 719
PIN photodiode UDT Sensors 10DP Lot: 9334-1
Amplifier NTNU B.nr.40
Lock-In Amplifier Stanford Research Systems SR830 DSP
Table 3: Instruments used in measurements of the viewing angle.
Figure 15: Schematics of the set up used during the measurements of the viewing angle.
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Figure 16: How the photodiode was moved into a position of plus 90 degrees, left, and minus
90 degrees, right, compared to the front of the LED.
Figure 17: A LED in its horizontal, left, and its vertical position, right.
3.3. LED radiant power
A reliable method of calibrating the equipment was never available, all measurements of
radiant power in this work were only used for comparing the diodes to each other. First
a measurement of the diodes at 16 mA was performed and then the same measurement
was performed a day later, to determine the accuracy of the method and the similarity
of the diodes. The experimental set up can be seen in the figures 18 and 19, this is the
set up used for all measurements of radiant power.
Instrument Producer Model
Power supply Mascot 719
Digital multimeter Meterman 37XR
Current regulator prototype NTNU 1
PIN photodiode UDT Sensors 10DP Lot: 9334-1
Amplifier NTNU B.nr.40
Digital multimeter Solartron Schlumberger 7150 plus
Table 4: Instruments used in measurements of the radiant power.
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Figure 18: Schematics of the set up used during the measurements of the radiant power.
Figure 19: A picture of the set up used during the measurements of the radiant power.
3.3.1. Radiant power over time
A few of the diodes were subjected to a current of 16 mA over a period of time and a
measurement of their radiant power was performed every few minutes, to determine the
time-dependent changes in their radiant power.
3.3.2. Linearity of radiant power
At first the diodes were subjected to a constant high current, ≈20 mA, for a few min-
utes, to minimize the effect of the changes the diodes were prone to over time. Then
measurements were performed with a gap of one mA, or two, between them.
3.4. Noise
There was noise from the current regulator, this noise was most probably detectable
in the emitted light from the LEDs. Measurements were performed to establish the
significance of this noise in hyperspectral fluorescence images.
A fluorophore was required, to characterize the LEDs’ ability to excite the fluo-
rophore and determine how much noise was transmitted throughout the process. The
Tendenes
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Instrument Producer Model
Power supply Mascot 719
Digital multimeter Meterman 37XR
Current regulator prototype NTNU 1
Hyperspectral camera NEO VNIR 1600
LED flashlight LED LENSER Hokus Focus 694256
Spectral reflectance reference Top Sensor Systems WS-2
Linear filter Carl Zeiss 4338500
ENVI (software) Exelis 4.4, Windows XP
Table 5: Instruments used in measurements with the hyperspectral camera.
Figure 20: The excitation and emission wavelength of Fluorescein sodium, image from op-
sweb.org.
fluorophore chosen was Fluorescein sodium with the concentration 0.7272g/l, both for
its availability and excitation wavelength, which can be seen in figure 20. A schem-
taic of the set up is shown in the figure 21, the LED excites the fluorophore and the
emission wavelength is detected by the camera. First the emitted light was measured
over a period of time, the camera was held in the same position over the same line of
pixels. The y-axis in the hyperspectral image shows how the intensity of this line of
pixels change over time. Two measurements were performed on three diodes, one with
a frame period of 10 ms and one with a 20 ms frame period, in all the measurements
the integration time was 8 ms and the binning value was 2x. After the images were
captured they were analyzed with the software ENVI. A value of the x-axis with a high
intensity value was chosen, and a range of four hundred lines were selected from this
x-value. This range is depicted in four different wavelengths. One wavelength where
the intensity is influenced by the light from the LED and fluorescence from the paper.
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Two where the intensity was close to zero, one lower and one higher than the emission
wavelength. And one of the wavelengths was as close to the peak of the emitted light as
possible.
Figure 21: The schematics of the set up used when determining the significance of the noise
in the light source.
Figure 22: Fluorescence due to excitement by a light emitting diode.
A LED flashlight was used as a reference light source, it was known to be quite noise
free. As the flashlight emitted white light a linear filter was used to filter out all but the
emission wavelength of fluorescein. The set up can be seen in 23.
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Figure 23: The mounted reference light source illuminates a spectral reflectance reference.
3.5. LED light source
Light emitting diodes were attached to an aluminum capsule, this capsule had the possi-
bility to attach a diffuser opposite to the LEDs. And a cylindrical lens could be fastened
to the capsule. Three aluminum capsules were built at Department of Electronics and
Telecommunications at NTNU, all with a corresponding diffuser. Four different tests of
the field produced by the light source were performed. First a measurement of the field
produced with only the diodes, second a measurement of the field with the lens, third a
measurement with the diffuser and then the field was measured with both the diffuser
and the lens attached. The photodiode was attached to the hyperspectral camera, so that
the cameras translation stage could be used in the field measurements.
A group of ten diodes were found by comparing the wavelength spectrum of the
diodes against their radiant power, they were very similar and were therefore chosen to
be used in the final light source. These diodes were 2-3, 2-9, 3-5, 3-9, 4-6, 4-8, 5-7, 6-8,
7-8 and 7-10.
First the four different field measurements were performed with a single diode active
in the light source. The current regulator was set to 16 mA. Afterwards there were al-
ways ten active diodes in the light source, but the distance between diodes was changed.
There were three aluminum capsules made, one with a distance of 0,75 cm between the
center of each diode, another with 1,00 cm between the diode centers and a third with
the distance 1,25 cm from one center to the next. The figures 24, 25 and 26 show how
the light within the viewing angle of each diode will affect the others. The four different
field measurements were performed with ten active diodes in each of these three cap-
sules. The diodes were initially subjected to a current of 18 mA in these measurements,
but the field was prone to a lot of neighbour effects when the distance between the diode
centers were 0,75 cm. The current subjected to the diodes was changed individually to
achieve a uniform field.
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Figure 24: The light lines of the ten light emitting diodes viewing angle in the source where they
are divided by 0,75 cm.
Figure 25: The light lines of the ten light emitting diodes viewing angle in the source where they
are divided by 1,00 cm.
Figure 26: The light lines of the ten light emitting diodes viewing angle in the source where they
are divided by 1,25 cm.
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Figure 27: The left side shows the aluminum capsule with the lens attached and perpendicular
to it is the photodiode attached to the camera. The right side shows the final light source, without
the diffuser or lens.
When the field measurements were performed the light source was positioned as can
be seen in the image 27, the photodiode was placed in the center of the generated field
and ≈ 10 cm from the capsule, as this was not an abnormal distance from the light
source to the object in hyperspectral imaging. Measurements were performed in in-
tervals of 1 cm up to 8 cm from the center in both directions of the horizontal plane.
This line of measurements were also performed 1,5 cm over and under the center in the
vertical plane.
The capsule with 1,25 cm between the center of each diode was mounted as a light
source for the hyperspectral camera, and a few different images of fluorescein were ac-
quired. First fluorescein was put on paper, both as drops and in a larger puddle. There-
after fluorescein was put in containers, to achieve a more homogeneous surface. The
containers were a cylindrical test tube and a weighing ship. The images were subjected
to noise reduction, by the MNF transform present in the software ENVI, version 4.4.
The spectrum was acquired from different points in the image, points which in theory
should have the same spectral response, and these points were compared to each other.
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4. Results
4.1. LED spectrum
Figure 28: The measured spectra of the diodes.
Figure 29: Spectra of the diodes with the peak at 402,68 nm. The diodes represented are 1-2,
1-8, 2-10, 5-1, 5-6, 6-4, 7-5, 8-4, 8-6, 9-9, 10-8 and 10-9.
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Figure 30: Spectra of the diodes with the peak at 403,05 nm. The diodes represented are 1-3,
2-1, 2-2, 4-4, 5-9, 5-10, 6-6, 7-3, 7-6, 8-1, 8-2, 8-3, 8-8, 8-9, 9-1, 9-5, 10-3 and 10-6.
Figure 31: Spectra of the diodes with the peak at 403,77 nm. The diodes represented are 1-9,
2-3, 2-6, 2-9, 3-5, 3-9, 4-6, 4-8, 5-3, 5-7, 6-3, 6-7, 6-8, 7-8, 7-10, 9-2 and 10-5.
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Figure 32: Spectra of the diodes with the peak at 404,14 nm. The diodes represented are 1-10,
3-4, 4-9, 4-10, 5-4, 6-10, 7-7, 9-3, 9-4, 9-8, 10-2 and 10-4.
Figure 33: Spectra of the diodes with the peak at 404,50 nm. The diodes represented are 1-5,
2-7, 2-8, 4-5, 5-5, 6-5, 8-7, 9-6, 10-1, 10-7 and 10-10.
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Figure 34: Spectra of the diodes with the peak at 405,22 nm. The diodes represented are 1-4,
2-5, 3-2, 3-8, 4-2, 4-3, 4-7, 5-8, 6-1, 6-2, 7-1, 7-2, 7-9 and 9-7.
Figure 35: Spectra of the diodes with the peak at 405,95 nm. The diodes represented are 1-6,
1-7, 2-4, 3-1, 3-3, 3-6, 3-7, 3-10, 4-1, 5-2, 6-9, 7-4, 8-5, 8-10 and 9-10.
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4.1.1. Heat
Figure 36: How the value of the peak of the emitted wavelength changes due to temperature
change. The diodes and their corresponding symbol: 1-9 plus, 2-7 circle, 2-9 star, 6-10 x, 7-8
square, 9-4 diamond, 10-3 delta.
4.1.2. Time
Figure 37: Several measurements of the spectrum of diode 4-9, each measurement 10 minutes
apart.
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Figure 38: Several measurements of the spectrum of diode 7-4, each measurement 10 minutes
apart.
Figure 39: Several measurements of the spectrum of diode 8-2, each measurement 10 minutes
apart.
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Figure 40: Several measurements of the spectrum of diode 10-8, each measurement 10 min-
utes apart.
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4.2. LED viewing angle
Figure 41: The measured viewing angle of 14 diodes at the horizontal position.
Figure 42: The measured viewing angle of 14 diodes at the vertical position.
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Figure 43: Intensity profile of six diodes.
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4.3. LED radiant power
LED AU AU % LED AU AU %
1-1 - - NA 4-1 1,18 1,18 0,0%
1-2 - 0,99 NA 4-2 1,08 1,10 1,9%
1-3 - 1,02 NA 4-3 1,14 1,14 0,0%
1-4 - 1,13 NA 4-4 1,09 1,09 0,0%
1-5 - 0,99 NA 4-5 1,08 1,08 0,0%
1-6 - 1,15 NA 4-6 1,13 1,13 0,0%
1-7 - 0,96 NA 4-7 1,17 1,16 0,9%
1-8 - 1,05 NA 4-8 1,12 1,12 0,0%
1-9 - 1,05 NA 4-9 1,13 1,13 0,0%
1-10 - 1,09 NA 4-10 0,97 0,95 2,1%
2-1 1,02 0,95 7,4% 5-1 0,86 0,85 1,2%
2-2 1,02 1,03 1,0% 5-2 1,04 1,03 1,0%
2-3 1,09 1,10 0,9% 5-3 1,05 1,04 1,0%
2-4 1,14 1,13 0,9% 5-4 1,10 1,09 0,9%
2-5 1,14 1,14 0,0% 5-5 1,10 1,10 0,0%
2-6 0,99 0,98 1,0% 5-6 1,04 1,03 1,0%
2-7 1,03 1,02 1,0% 5-7 1,07 1,06 0,9%
2-8 1,06 1,05 1,0% 5-8 1,20 1,19 0,8%
2-9 1,07 1,08 0,9% 5-9 1,00 0,99 1,0%
2-10 1,08 1,08 0,0% 5-10 1,12 1,10 1,8%
3-1 1,04 1,03 1,0% 6-1 1,19 1,17 1,7%
3-2 1,15 1,06 8,5% 6-2 1,16 1,13 2,6%
3-3 1,15 1,16 0,9% 6-3 0,91 0,90 1,1%
3-4 1,07 1,08 0,9% 6-4 0,99 0,98 1,0%
3-5 1,12 1,12 0,0% 6-5 1,04 1,03 1,0%
3-6 1,14 1,14 0,0% 6-6 1,16 1,16 0,0%
3-7 1,16 1,16 0,0% 6-7 1,17 1,16 0,9%
3-8 1,13 1,13 0,0% 6-8 1,13 1,13 0,0%
3-9 1,13 1,12 0,9% 6-9 1,12 1,12 0,0%
3-10 1,12 1,12 0,0% 6-10 0,97 0,98 1,0%
Table 6: Two measurements of the intensity of the different light emitting diodes at 16 mA, and
the percentage of difference between them.
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LED AU AU % LED AU AU %
7-1 1,07 1,08 0,9% 9-1 0,91 0,91 0,0%
7-2 1,08 1,08 0,0% 9-2 1,17 1,18 0,9%
7-3 1,07 1,06 0,9% 9-3 1,08 1,09 0,9%
7-4 0,97 0,98 1,0% 9-4 1,11 1,12 0,9%
7-5 1,09 1,10 0,9% 9-5 1,07 1,08 0,9%
7-6 1,13 1,12 0,9% 9-6 1,04 1,05 1,0%
7-7 1,10 1,10 0,0% 9-7 1,17 1,17 0,0%
7-8 1,12 1,10 1,8% 9-8 1,08 1,09 0,9%
7-9 1,10 1,09 0,9% 9-9 1,09 1,11 1,8%
7-10 1,08 1,09 0,9% 9-10 1,14 1,15 0,9%
8-1 1,00 0,98 2,0% 10-1 1,08 1,08 0,0%
8-2 1,01 1,00 1,0% 10-2 1,14 1,14 0,0%
8-3 1,08 1,07 0,9% 10-3 1,02 1,02 0,0%
8-4 0,94 0,94 0,0% 10-4 1,17 1,16 0,9%
8-5 1,11 1,12 0,9% 10-5 1,18 1,18 0,0%
8-6 1,01 1,00 1,0% 10-6 1,13 1,13 0,0%
8-7 1,15 1,16 0,9% 10-7 1,16 1,16 0,0%
8-8 1,09 1,09 0,0% 10-8 1,00 1,01 1,0%
8-9 1,07 1,08 0,9% 10-9 1,00 1,01 1,0%
8-10 1,12 1,11 0,9% 10-10 0,82 0,83 1,2%
Table 7: Two measurements of the intensity of the different light emitting diodes at 16 mA, and
the percentage of difference between them.
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4.3.1. Radiant power over time
Figure 44: The intensity of six diodes measured over time.
4.3.2. Linearity of radiant power
Figure 45: The measured intensity of six diodes against the applied current.
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4.4. Noise
Figure 46: 400 lines from the measurement of LED 2-2, with a frame period of 10 ms, the lower
image is a representation of the spectrum measured over the same 400 lines.
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Figure 47: 400 lines from the measurement of LED 2-2, with a frame period of 20 ms, the lower
image is a representation of the spectrum measured over the same 400 lines.
Figure 48: 400 lines from the measurement of LED 4-4, with a frame period of 10 ms, the lower
image is a representation of the spectrum measured over the same 400 lines.
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Figure 49: 400 lines from the measurement of LED 4-4, with a frame period of 20 ms, the lower
image is a representation of the spectrum measured over the same 400 lines.
Figure 50: 400 lines from the measurement of LED 6-6, with a frame period of 10 ms, the lower
image is a representation of the spectrum measured over the same 400 lines.
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Figure 51: 400 lines from the measurement of LED 6-6, with a frame period of 20 ms, the lower
image is a representation of the spectrum measured over the same 400 lines.
Figure 52: 400 lines from the measurement of the reference light source, with a frame period of
10 ms, the lower image is a representation of the spectrum measured over the same 400 lines.
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4.5. Light source
Figure 53: The field measurements of the light source powered by a single light emitting diode.
The top figure shows the field without a lens or a diffuser, the second with a lens, the third with
a diffuser and the fourth with both a lens and a diffuser.
Figure 54: The field measurements of the light source powered by ten light emitting diodes with
a distance of 0,75 cm between the center of each diode. The top figure shows the field without
a lens or a diffuser, the second with a lens, the third with a diffuser and the fourth with both a
lens and a diffuser.
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Figure 55: The field measurements of the light source powered by ten light emitting diodes with
a distance of 1,00 cm between the center of each diode. The top figure shows the field without
a lens or a diffuser, the second with a lens, the third with a diffuser and the fourth with both a
lens and a diffuser.
Figure 56: The field measurements of the light source powered by ten light emitting diodes with
a distance of 1,25 cm between the center of each diode. The top figure shows the field without
a lens or a diffuser, the second with a lens, the third with a diffuser and the fourth with both a
lens and a diffuser.
Figure 57: A field measurement of a reference light source.
Figure 58: Three spectral measurements of different drops of fluorescein sodium on paper.
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Figure 59: Three spectral measurements of fluorescein sodium inside a test tube.
Figure 60: Three spectral measurements of fluorescein sodium in a weighing ship.
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Figure 61: Three spectral measurements of paper.
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5. Discussion
The figure 28 shows that there is a difference in the emitted wavelength from the diodes,
but there are a few repeating wavelength peaks. In the figures 29, 30, 31, 32, 33, 34
and 35 the spectra were sorted into groups depending on their wavelength peak. The
difference between the radiant power in the spectra can be ignored at this point, as there
never were any measurement of the amount of damping the signal was exposed to. One
of the big advantages with a LED light source is its narrow spectrum, arbitrarily chosen
diodes could result in a broadening of the light source spectrum. Arbitrarily chosen
diodes could also result in spectral variations in the field of light. The diodes should be
chosen from the same group, or at least from groups with similar spectra.
The measurements of changes in the spectra due to heat were not as accurate as it
should be, better equipment than a hairdryer would be needed. But even though they are
quite rough the results shown in the figure 36 is clear, the wavelength changes rapidly
due to heat. A common effect seems to be an increase of 1 nm from 25◦C to 30◦C,
and another 1 nm before the temperature reaches 40◦C. The temperature needs to be
monitored, and maybe controlled.
The figures 37, 38, 39 and 40 shows little to no difference in the spectrum of each
diode due to time, there was a clear change in the radiant power, but this was explored
in greater detail in other measurements.
The viewing angle of 14 LEDs was measured, the results can be seen in the figures
41, 42 and 43. The data sheet in appendix A gives the LEDs a viewing angle of 15◦,
the results from the measurements do confirm this. Inaccuracy in these measurements
seem to be noticeable and any real conclusions can not be drawn. But it can be used as
a confirmation of already given information, as the measurements follow, to a degree,
the information given in the data sheet.
The tables 6 and 7 shows the radiant power of the light emitting diodes in arbitrary
units. The two main purposes of these measurements were to show that the method was
stable and to measure the radiant power of the diodes against each other. The first ten
diodes were a part of another experiment shortly before the first measurement, therefore
they were omitted from the first measurement. Most of the diodes were measured with
quite similar values, the difference was 1% or less. Human error plays a big part in the
differences seen between the measurements, as the experiment requires the diodes to be
placed in the exact same position in every measurement. Therefore the differences were
not unexpected, but the experiment was accurate enough for the purpose of this work.
Do the groups found in the spectrum measurements, see the figures 29, 30, 31, 32, 33,
34 and 35, have any impact on the radiant power of the diodes? There seems to be
little or no correlation between the amount of radiant power and the wavelength of the
diodes’ spectral peak. But the radiant power of the diodes are quite similar, at least in
most of the diodes, and the difference could easily be compensated for with individual
current values.
Figure 44 shows that the radiant power of the LEDs drops a noticeable amount in the
first few minutes. The change in the radiant power did not stop after the initial minutes,
but the decrease slowed down and eventually the radiant power started to increase. But
the changes after the first few minutes were insignificant compared to the value of the
radiant power. The largest drop in the measured diodes were 6 − 7%, the others had a
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≈ 2% drop. The initial drop is easily avoidable by waiting a few minutes before using
the light source, the diodes were not prone to this drop if they had been recently used.
The linearity of the radiant power response of a few diodes can be seen in figure 45.
Even though there were differences in the responses, they were small compared to the
overall radiant power. The responses follow a clear linear line.
The figures 46, 47, 48, 49, 50 and 51 show fluorescence induced by three different
light emitting diodes at two different frame periods. The noise displayed in these figures
are quite similar and seems random, with an average amplitude of 50. With the fact that
this noise is shared by the reflectance image of the reference light source, 52, it is safe
to assume that this noise can be attributed to the hyperspectral camera. Even if it was
assumed that the noise from the constant current regulators was not reduced during the
fluorescence process, it would still be small compared to the noise from the camera and
it can be ignored.
Figure 53 shows the field of a single point light source. The field improved with
the diffuser, but it was far from good enough to be used. The uniform field was only
two centimeters, the reference field, 57, is uniform in ten centimeters. The field from the
point source was also very weak. The field shown in figure 54 was not weak, but it had a
field that was similar to the point source. The reason for this can be seen by comparing
the field to the figure 24. The diodes have a large impact on the field of its nearest
neighbours, and an influence of a lesser degree farther away. The center was therefor
influenced by almost all the diodes and produced a field similar to a point source. This
large impact on the neighbouring fields made the field of the whole light source hard to
control.
When measuring the field of the two light sources represented in the figures 55 and
56, the current was kept at a constant level after the initial 18 mA were set on each diode.
The neighbour effects did not work against the uniformity of the field. Figure 55 shows
a field that still is not uniform in a large enough area, the field should be uniform in
approximately ten centimeters, something the light source shown in figure 56 manages.
The field in figure 56 originally shows signs that it had several point sources and not a
uniform source, but the diffuser removed most of these effects.
The spikes around 700 nm in the spectra shown in the figures 58, 59, 60 and 61 are
due to a laser used for focusing, they can be ignored. The three spectra in each of
these figures should in theory be identical, as long as the line field of the light source
was uniform. There were many potential sources of error in these measurements, for
example bulks in the paper and different amounts of fluorescein sodium. Fluorescein
sodium were put in different containers to counteract these sources of error, but other
problems arose. In closed containers, as the test tube 59, the light had to traverse an
extra layer before interacting with the fluorescent material and again before it could
be recorded by the camera. But the main problem was the size of the containers, they
could not cover the whole field. The measurements of the fluorescent liquid in the
weighing ship eliminated most of the serious sources of error, but it also covered less
than half of the field. The spectra in figure 60 are almost identical, although this is good,
measurements covering the whole field were needed. The measurements of fluorescein
drops on paper and blank paper, 58 and 61, were subjected to more sources of error, but
the spectra in the figures were taken from both ends and the middle of the field.
By comparing the field of the reference light source, 57, and the field of the light
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source used, 56, in addition to the results from the fluorescence measurements, 58, 59,
60 and 61, the uniformity of the field can be regarded as good enough. But something
that is clear from the comparison of the figures 57 and 56 is that the width of the field is
too large. This results in unnecessary bleaching of the fluorescent material and needs to
be resolved. The lens used in this work was a lens designed for the existing light source
of the hyperspectral camera, either a new lens should be acquired or the numerical
aperture of the light source should be reduced.
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6. Conclusion
A light source based on a line of light emitting diodes pose a few problems, but it was
proven to be useable. Further work is needed and the most important issues that need to
be resolved is the width of the light field, the size of the current source and the loss of
uniformity near the edges.
The uniformity of the field being was a large problem, as the light source is basically
a row of point sources. This problem was met by keeping the distance between each
diode at a level where the fields interacted with each other and made a more constant
field, together with a diffuser a uniform field was accomplished. But the uniformity
of the field dropped near the edges, because the neigbour effects were different on the
edge diodes compared to the others. This can be improved by introducing more diodes,
which are placed beyond the edges of the numerical aperture.
The current source used for the final light source used in this work was ten constant
current regulators, see appendix B. A future current source should be able to change the
level of current both on each diode individually and simultaneously on all the diodes.
The individual setting to prevent the diodes from emitting different amounts of light
and the simultaneous setting to change the radiant power of the light source as a whole.
A constant current regulator with several channels might accomplish this, as well as
reducing it to a manageable size.
A future light source should decrease the numerical aperture from its current state,
to reduce the width of the light field. Some of this reduction of width could be ac-
complished by introducing a new lens, which would also increase the intensity of the
field.
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A. Data sheet of light emitting diodes
Figure 62: Page 1 of the data sheet.
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Figure 63: Page 2 of the data sheet.
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Figure 64: Page 3 of the data sheet.
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B. Current regulator
Figure 65: PCB prints of the constant current regulators.
Figure 66: The bill of materials for the PCB prints.
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03/4-12 Måling på kretsen
Maks strøm gjennom lysdioden Imax = 31,56mA
Minste strøm gjennom dioden kan justere helt ned i uA
Strøm gjennom lysdioden er veldig stabilt.
Tilbakekoplingen R5 er  blitt redusert til 3K3
Figure 67: The schematic prints of the constant current regulators.
Figure 68: Table of the components used in the regulators.
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Figure 69: Results from the tests on the first constant current regulator.
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